lluma Scan protocol for iDent




OOOOOOOOOOO

General

e Patient Scan — with the template firmly fixed in
the patient’s mouth, as instructed by the dentist.

e Dual Jaw Scans (where necessary): Mandible and
Maxilla must be scanned separately.

« Radiographic Template Scan — template alone Iin
the Styrofoam holder provided by iDent.

« Remove metallic objects such as jewelry and
metal prostheses.




OOOOOOOOOOO

Patient scanning

e Ensure that the template Is fixed and stableen th
patient’s mouth

* The patient should be motionless during the
scanning procedure. If the lower jaw (mandible) is
to be scanned, instruct the patient to bite anabbje
such as a gauze pad

e Select scan - 40 (or 20) seconds 3.8 mA




OOOOOOOOOOO

Template Scanning

* The template should be placed in g .
the Styrofoam box supplied by el

iDent, in the same orientati@s -

scanned in the patient’s mouth

- Ensure template stability by using T o
either wide or narrow slotinthe .
Styrofoam box N

e Select scan - 40 seconds 3.8 mA
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Reconstruct Template
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2. Reconstruct

2 Anderson, Carol

Scans & Reconstructions

Patient Info Doctors
Narme Prirnary Doctor
Prirnary 10 = Referring
Secondary 1D
Date of birth Monday, June 11, 1956 ~ Operator
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.;.R Scan Patient / l

3::);‘7 Reoonstrué I

Edit Patient l
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'-.-',1 Scan o L — Seans | Reconstructions | Scout
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nhanced (3.8 mA) Scan of 40 Seconds
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2. Fill in comment

# New Reconstruction Options

Reconstruct Lower Template

3. Select region of interesj

Commert (hentyre Mandibular /

Lonfiguration [ patient Reconstruction v

Description |Wormal Patient Reconstruction

Patient Reconstruction Options
Resolution Selection

O Preview (0.4 rmrn)

@ MNormal (0.3 mm)

© High (0.2 mm)

1. Select
resolution (iDent

Coronal

recommends 0.3
mm)

O Ultra{0.1 mm)

[ Metal Artifact O Edended View [ ANR

‘Selact the scan reconstruction resolution. |

Clear Region-Of-Interest

Beconstruct Mow H Reconstruct Later H Cancel l

iDent e

Dental Implants With Confidence

4. Maintain
full with in

regards to

the Region

of interest

5. Reconstruct

_—
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2. Fill in comment

# Mew Reconstruction Options

Reconstruct Upper Template

3. Select region of interesj

EEX

Comment | gonture Mavdla /

Goerguatan | Fatient Reconstruction

Description |Normal Patient Reconstruction

Fatient Reconstruction Options
Resolution Selection

O Preview (0.4 mm)

1. Select
resolution (iDent

@ Normal (0.3 mm)

Coronal

\

) High (2.2 mm}

recommends 0.3
mm)

O

O Ultra (0.1 mrmn)

[ Metal Artifact [ Extended View [ ANR

Left-click and drag on i
select a Region Of Inferest
reconstruct (press the button below
clear the RO and reconstruct the entire
dataset). Pressthe ALT key and left-click
to adjust windowilevel on the images.

Clear Region-Of-Interest

Bscons‘fruct Mow H Eeconstruct Later H Cancel

iDent e

Dental Implants With Confidence

4. Maintain
full with in
regards to
the Region
of interest

5. Reconstruct

_—
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2 Anderson, Carol

Reconstruct Patient

iDent e

Dental Implants With Confidence

2. Reconstruct

Patient Info Doctors L) Scan Patient / l
Name Primary Doctor o {
Prirnary |0 Referring l:’a Heconsc l
Secondary |D
Date of birth Monday, June 11, _O.Perator -

Gender Female Operator l } Edit Patient I
Scans & Reconstructions

i Scan :SC;;; T Comment | 2°3NS | Reconstructions | Scout|

V Review 9 8/29/2007 5:21.02 PM  Enhanced (3.8 m&) Scan of 20 Seconds mae and mand

E_‘: Delote . 9 8/29/2007 5:15:57 P Enhanced (3.8 maA) Scan of 40 Seconds max and rmand

& Reconsinuct | @ =zizaz007 s 3.09 Ph

Bl Bport - 05:54 P

\ 2 Explore

Enhanced (3.8 mA) Scan of 20 Seconds
Enh: f

1. Select the scan

& | >

Currently processing 2 jobs for Anderson, Carol

Reconstctions
| Date Description
| % | C .

J )

17602 1213141516000000.raw

Window/Lewvel - Lef-Click; Zoom - Ciri-left-click: Pan - Shift-left-click; Reset -

Double-eftclick,
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Pg’j e

2. Fill in comment

/

Reconstruct Patient Mandible

3. Select region of interesj

/

- [o]x]|

Comment  pagient Manibular /

Configuration Patient Reconstruction V]

Description  Normal Patient Reconstruction

Patient Recanstruction Options

Resalution Selection

O Preview (0.4 rm)

@ MNormal (0.3 ram)

O High (0.2 rmm}

O Ultra {01 ram)

O Metal Artifact

v 4

1. Select
resolution (iDent

Coronal

recommends 0.3
mm)

[ Extended Wiew [ ANR

iDent e

Dental Implants With Confidence

Clear Region-Of-Interest

4. Maintain
full with in
regards to
the Region
of interest

Beconstruct Mow H Reconstruct Later H Cancel l

5. Reconstruct

_—




Y IMTEC’ iDente
Reconstruct Patient Maxilla

2. Fill in comment 3. Select region of interesj
¥ New Reconstruction Options: g@@
Sapment patient Maxilla 1 ' Coronal Sagittal

g Patient Reconstruction v

Description | Normal Patient Reconstruction

Patient Reconstruction Options

Resolution Selection

© Previgw (0.4 mm)

1. Select
\ Left-click and drag e5e images to
recommends 0.3 lect a Region Of It (ROI) to
) recomsuct (press the bu elow 1o
C High (0.2 mm} m m) clear the nd reconstrucNQ& entire . .
dataset). Press LT key anONRclick 4 . M al nta| Nn
to adjust windowflevel O iMage™ . i
O Ut 0.1 mm) full with in
regards to
Clear Region-Of-Interest the Reglon
[ Metal Artifact O Extended View [0 ANR :
of interest
Beconstruct Mow l l Eeconstruct Later ] I Cancel l

5. Reconstruct —
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Review Reconstructions
(4 reconstructions Total)

2.Select] ___,

Review \

1. Select reconstruction
with the yellow bullet




Accept Reconstructions
(4 reconstructions Total)

1. Accept Reconstructiop




Export Reconstructions to DICOM
(4 reconstructions Total)

1. Select reconstruction

2. Export to with the green bullet

Dicom file \ /



Export Reconstructions to DICOM
(4 reconstructions Total)

2. Enable

1. Fill in the
appropriate \ /
export name

3. Browse to
the appropriatg

Path name
4. Must be T

512x512

5. Select reconstruction

with the yellow bullet




Saving the Data Sets

« Data for each jaw to be savedsmparate data sets (see
below). The data for each template should correspond to
the data of the jaw

e Qutput mediaCD disk

Patient maxilla data  Template maxilla data

Patient mandible data  Template mandible data



