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Click the ‘Jaw 
Mode’ Icon 
FOV 16 X 9 

Select the proper 
KVP / MA and 
Voxel for the scan 
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Settings for Radiographic Appliance scan:  
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Never place the appliance in a vertical position 
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Select the proper 

KVP / MA  and 
Voxel for the scan 
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Select ‘Export Object’ 
to select the location 
for exporting the 3D 
volume. 
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Browse to the desired folder 
to export the selected volume 
as detailed below 


